We measured dynamic biomechanics of loss-of-resistance (LOR) epidural placement in prone cadavers, focussing on the period immediately following LOR, to estimate forces acting on the tissue of the epidural space. Methods: An epidural syringe with 17G Hustead needle was instrumented to track force on the plunger, pressure in the chamber, and movement of barrel and plunger. Insertions were attempted in five formalin-preserved cadavers from T2-3 to L4-5, using LOR with saline or air, and confirmed with X-ray. ; and in both cases was greater than the stress exerted by cerebrospinal fluid pushing outwardly on the dura (4800 Pa). Conclusion: Formalin-preserved cadavers are too stiff to make them an experimental model from which we can generalize to live humans, although we were successful in entering the epidural space and testing the instrumentation for further studies on live animals or humans. Continuous pressure on the plunger while advancing the epidural needle may "blow" the dura away from the needle tip and help prevent dural puncture. Better results are seen with saline rather than air.
Introduction
Epidural analgesia is frequently used for relief of pain. Risks include infection, hematoma, and nerve damage; [1] [2] [3] systemic toxicity, intrathecal drug injection, and backache; and dural puncture (DP) resulting in a spinal headache. 4 Of these, only backache (controversial) and DP are common. [5] [6] [7] Avoiding DP requires having the needle enter the epidural space and advance no further. This is commonly done by various means of sensing the loss-of-resistance (LOR) to injection as the needle tip enters the epidural space. Surprisingly little is known about the biomechanics of epidural insertion, although epidural analgesia and anesthesia using LOR have been practiced since 1921. 8, 9 This pilot study explores the use of formalin-preserved cadavers for studying epidural biomechanics and the relationship between forces and motion of the syringe, needle, and contents at the moment of LOR.
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The usual LOR technique involves attaching a syringe to the epidural needle and attempting to inject small amounts of air or saline as the needle is advanced, although other LOR techniques have been described. 10 When the epidural space is entered, there is a sudden decreased resistance to injection and the air or saline is easily discharged from the syringe.
LOR techniques may be classified by the amount and pattern of pressure in the advancing syringe, with three techniques forming a continuum. Some practitioners use a "low pressure technique" that consists of repeatedly advancing the needle one or two millimetres without any force on the plunger, followed by testing LOR by pushing on the plunger. The needle tip thus enters the epidural space with the LOR fluid at atmospheric pressure. An "intermediate pressure technique" advances the needle while always keeping some positive pressure in the fluid by simultaneously pushing on the plunger with a force insufficient in itself to advance the needle. A major textbook, Miller's Anesthesia, 11 recommends this intermediate pressure technique, and it is the theme of this experiment. At the other end of the spectrum is a rarelyused "high pressure technique", with solely the force of the thumb on the plunger used to advance the plunger, needle, syringe, and all. With this technique, when the needle breaks through the ligamentum flavum, the needle stops, but the plunger continues to advance, with rapid injection of fluid into the epidural space.
It is helpful to understand the following two terms: a) Fluid thrust -the force produced by injecting a jet of fluid into another fluid, or into empty space. This is the product of flow × velocity × density. Thrust can cause movement of liquid at a distance from the needle; and b) Stress -if the needle opening at LOR encounters an impervious solid, then the force pushing the plunger is transmitted to the solid. This stress pushing the solid tissue away from the needle tip is traditionally expressed in units of pressure and can result in strain, the term for the deformation of the material subjected to a mechanical stress that depends on the properties of that material.
The epidural space consists of loose areolar tissue. It shares some of the mechanical properties of poroelastic tissue, 12 but has additional properties that are more complex because it has viscoelastic solid (fibrous bands, cells, blood vessels), semi-solid (fat stores), gel (cytosol), and liquid (interstitial fluid, blood) components. These result in a complicated mechanical materials-modeling problem that has elements of the behaviours of liquid, gel, porous matrix, elastic-deformable, and plastic-deformable materials.
We can simplify the model if we picture the epidural tissue as a three-dimensional web of viscoelastic connective tissue fibres with water-saturated spaces between them. Then the injection at the moment of LOR behaves like some combination of injecting into a liquid that absorbs and incorporates the injected fluid (air or saline), and injecting against the solid fibres. Which mechanism predominates depends upon how tightly packed are the fibres. Thus the epidural tissue response to injection lies somewhere along a spectrum that at one extreme is like a bag of liquid (very few fibres in the web), and at the other extreme like an impervious flexible solid (very closely packed fibres in the web). Injection into liquid is studied by measuring thrust of the jet of LOR fluid. Injection directly against an impervious solid is studied by measuring stress (the pressure pushing on the tissue surface) and strain (the deformation of the solid). The ratio of interstitial liquid to solid matrix determines the relative influence of thrust versus strain in moving epidural tissue.
To distinguish which of these extremes most closely models the epidural tissue, we can study the rate of pressure dissipation of injectate, comparing air with saline. Pressure dissipation after injection is inversely related to closeness of the fibres and to viscosity of the injected fluid. In mainly liquid tissue with very few fibres, air and saline both result in rapid pressure dissipation. As the fibrous matrix is more tightly woven, dissipation is slower, and the difference in dissipation rate between air (lower viscosity) and saline (higher viscosity) increases. Finally, if the epidural tissue is so tightly woven as to be impervious, a slowly-dissipating bolus of injected fluid (air faster than saline) would form at the end of the needle, producing a mechanical stress causing a deforming strain on the epidural tissue. The early post-injection pressure in this bubble would be similar for air and saline.
Clearly neither of these extremes accurately models the properties of epidural tissue. However, if both models (the thrust of injection into liquid, and the stress of injection against a solid) show that pressure on the plunger could push the dura away from the needle tip, and possibly prevent DP, then further experiments to study the properties of the tissues; the movement of the dura; and the epidemiology of dural puncture using various techniques; etc are warranted. 2. Advancement of the epidural needle with continuous pressure during epidural placement will produce thrust and/or strain sufficient to displace the dura away from the needle tip; 3. The mechanics of LOR with air will differ from those using saline with respect to fluid thrust because of different densities, and with respect to the time for pressure to dissipate because of different viscosities.
Method subjects
With ethical permission of the University of Saskatchewan Department of Anatomy, a convenience sample of five formalin-preserved cadavers was chosen without regard to diagnosis, age at death, cause of death, or time since death.
equipment
The basic setup is shown in Figure 1 . Position sensors to measure motion were attached to the plunger and barrel of the syringe. A force transducer was attached to the plunger handle and the pressure at the needle tip was monitored with a pressure transducer via a three-way stopcock. Position sensors (Polhemus Patriot model, Polhemus Ltd, Colchester, VT) were screwed into the end of the plunger and attached to the side of the barrel with tape. Position sensor output was sampled at 60 Hz using Polhemus proprietary software.
The force transducer was a factory-calibrated Interface SML-100 (100 lbf = 10V) powered by an SGA Strain Gauge Amplifier (Interface Inc, Scottsdale, AZ). The amplifier provides pre-filtering of the signal at 0 to 100 Hz. The pressure transducer was a clinical Transpac IV disposable transducer (Hospira Inc, Lake Forest, IL) amplified by a Hewlett Packard M1006A amplifier and M-series hospital monitor (HewlettPackard Co, Palo Alto, CA). The pressure transducer/recording system was calibrated against a mercury manometer (R 2 = 0.99; P , 0.001).
Force and pressure were sampled at 50 Hz using a National Instruments DAQPad-6020E (National Instruments Corporation, Austin, TX) attached to a laptop computer with National Instruments Biobench V1.2 software. Digitized signals were analyzed off-line on a PC computer.
Hustead epidural needles were 17G TW (thin wall), with inside diameters of 1.2 (1.1811 to 1.2319) mm as per the standard hypodermic sizes (AISI 304 stainless steel) tubing chart (http://www.connhypo.com/pages/sub05_toc01.html [cited 2009/10/29]). The plastic syringes used for LOR (Portex "Pulsator LOR") were those used routinely in our hospital and included in a commercial kit (Portex Continuous Epidural A3624-17; Smith Medical ASD Inc, Keene, NH). Inside diameter of the barrel is 15 mm and 1.77 mL is injected for each 1 cm movement of the plunger in the barrel.
With subjects prone on a plywood board, in order to minimize ferro-metal interference effects on the position sensors, the Polhemis Receiver was taped onto the sacrum (wrapped in a plastic glove). The X-ray machine (C-arm type) was rolled away from the body during epidural injection, also to minimize ferrometal effects. On-site calibration of the position sensors with a ruler showed no ferrometal interference using this setup. Needle placement in the epidural space was confirmed by X-rays, using 2 to 3 mL of iodinated contrast medium (Optiray 320; Tyco Health Care, Montreal, Quebec, Canada), read by the principle author, a radiologist.
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Procedures
Each cadaver had as many as possible of the interspinous thoracic (T) and lumbar (L) levels (T2-3 to L4-5) studied. Midline epidural insertion, randomized to LOR of 5 mL air or saline, was attempted at all thoracic and lumbar levels below T2 by two experienced practitioners (study authors). The needle was inserted only once at any site. There are no studies to determine either optimal or usual force on the plunger for the intermediate pressure technique. Therefore, rather than trying to achieve a pre-determined pressure by watching the monitor, the force that was applied to the plunger for the intermediate pressure technique was the force that felt right clinically.
Analysis
The following variables were measured or calculated: force on the plunger; pressure in the barrel; motion of the needle with respect to the cadaver; motion of the plunger with respect to the barrel; velocity of the injected fluid in the needle; and thrust and stress of the injected fluid on the epidural tissue. Stress against solid tissue at LOR was calculated by subtracting the epidural pressure from the pressure just prior to entry.
Formulae for plotting a) the motion of plunger displacement (the distance the plunger and barrel sensors are from each other at each sample-time [d p ]); and b) the motion of displacement of the syringe and needle relative to the cadaver (d n ) are presented below:
where 1 and 2 are the position sensors and x 1n , x 2n , y 1n , y 2n , z 1n , and z 2n are sample-numbers of x, y, and z axes, from 1 to n.
Saline velocity in the needle is equal to the velocity of the plunger relative to the barrel, multiplied by the inverse ratio of their areas. Flow was calculated by finding the rate of change in volume in the barrel, with respect to time, where 1 cm of plunger movement within the barrel is equivalent to a 1.77 mL volume change.
statistical analysis
Continuous variables were compared with t-tests using Sigmastat version 3.11 (Systat Software, Inc. Chicago, IL). Corrections for multiple comparisons were not made because this is an exploratory study. 17 
Results
In five formalin-fixed cadavers (aged 61 to 96 years; two female, three male), X-ray proven needle insertion into the epidural space was achieved 16 times out of 70 possible insertions. For one insertion, technical problems with recording were encountered, leaving 15 satisfactory biomechanical recordings. Of these, seven used LOR of air and eight used saline. Figure 2 shows a typical recording.
Although we did not measure the force used to advance the needle, the soft tissues of the formalin-preserved cadavers were clearly much harder than those of living humans, often requiring all the force we could muster to advance the needle through skin and interspinous ligaments. This resulted in four dural punctures, far more than would be expected from experienced practitioners in living subjects.
Biomechanical measures are summarized in Table 1 . The injecting force applied to the plunger; the fluid flow in the needle; and the velocity and stress of the fluid at the needle tip were not significantly different for saline compared to air. Thrust was two orders of magnitude greater for saline than for air (P = 0.005), and time for dissipation of pressure following LOR was three times greater for saline than for air (P = 0.036).
Force on the plunger was recorded simultaneously with pressure at the needle tip, only to explore ease and practicality of use. Under the dynamic conditions of this experiment, it was expected that they would track each other closely with only a scalar difference. They tracked quite closely (mean R = 0.96 ± 0.02; all P , 0.001) thus either would serve in future studies. For living human experiments, it is easier to maintain sterile conditions with a standard hospital-grade pressure transduction system, attached to a sterile stopcock with sterile tubing.
Discussion
Principle findings
Are cadavers useful for studying epidural mechanics?
The soft tissues of formalin-preserved cadavers are much harder than those of the living, making them a poor model for epidural insertion with respect to the force needed to advance the needle. The properties of the epidural tissue are likely also different, although depression of the plunger at the moment of LOR did not feel clinically different from live humans. The cadavers were too stiff to be flexed, making insertion impossible at many spinal levels. There are new methods of preservation of cadavers, not yet in use in our Anatomy Department, that do not render the tissues so stiff. 18, 19 Can the injected fluid push the dura away from the needle tip?
The dural sac is surrounded by the loose areolar tissue of the epidural space, in which it is able to slide upward with spinal flexion. 20 The posterior dura is a flexible sheet of fibrous connective tissue held in place by a balance of the epidural Looking first at the fluid thrust model with a sitting patient, we can translate the fluid thrust force (Table 1) into pressure on the segment of dura (air: 0.17 N ÷ 0.0012 m 2 = 142 Pa = 1.06 mmHg; saline: 19.3 N ÷ 0.0012 m 2 = 16,083 Pa = 121 mmHg) that could push the dura forward. This exceeds the CSF pressure of 36 mmHg (4800 Pa) that pushes the dura backward. Thus, saline could potentially generate enough fluid thrust to push dura forward away from the needle tip; air could not. Of course, this fluid thrust is dissipated as it crosses the epidural space toward the dura; both as thrust deflected in directions different from the initial injection, and as frictional heat, much more so in the complex fibrous web of the epidural tissue than would be the case when injecting into a liquid space of similar dimensions. Supporting evidence that the dura is actually pushed away from the needle tip comes from an ultrasound experiment that showed it directly in some patients. 23 Addition of ultrasound to the experimental setup would be helpful.
The model of stress on impervious flexible epidural tissue seems to be of little value, since the rapid dissipation of saline pressure, and the much more rapid dissipation of air pressure show that the injected fluid does not form a stressing bolus on the surface of the epidural tissue that could result in a strain away from the needle tip, and that the epidural tissue is highly permeable. However, the stress of about 7500 Pa exceeds CSF pressure of 4800 Pa.
The different rates of pressure dissipation (air, with viscosity of 1.8 × 10 _ 5 Pa.s 
Air or saline?
While air would be as good as saline for pushing the dura away from the needle tip if the epidural tissue were deformable but impervious, since it behaves as a quite porous tissue, saline is more likely to move the dura.
strengths and weaknesses of the study
The experimental model and equipment provide useful information. A weakness is that formalin-preserved cadavers are unsuitable subjects. Another issue not dealt with is the possible effects of multiple injections in the same subject, especially at adjacent spinal levels. A live human study will, of course, involve one injection per subject.
Relation to other studies
Until the report by Tran et al, 24 published studies of epidural biomechanics have not incorporated the motion of plunger and needle to enable analysis of the dynamics of epidural insertion. Most investigations have simply measured injection pressures with a view to determining tissue pressure in the epidural space. [25] [26] [27] [28] [29] [30] Subjective testing of artificial materials and porcine cadavers, 31 syringe characteristics, 32, 33 and the properties of free cadaver dura 34 have also been studied.
Our findings support those of Tran et al. 24 However, their experiment had a different position sensing system and different subjects: pork cadavers and live humans. Their purpose was to enable building better simulators, while ours posed different questions.
implications
This experimental equipment setup is feasible and useful for the study of dynamic epidural biomechanics. Formalinfixed cadavers are too stiff; more pliable cadavers, fresh cadavers, animals, or living humans would be suitable for further study.
Saline, but not air, injected under pressure at the moment of LOR, can potentially push the dura away from the needle tip, and help avoid dural puncture. We plan further study of the issues raised by this experiment using living humans. The data generated by such studies may also prove useful to those developing simulator based models of epidural placement.
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A note on terminology: We have attempted to use mechanically correct terminology throughout. Thus, for example, while it is commonly said that one puts pressure on a syringe plunger with the thumb, in fact it is the force on the plunger that is of interest, and that force generates pressure within the syringe.
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